

  microorganisms-08-00551




microorganisms-08-00551







Microorganisms 2020, 8(4), 551; doi:10.3390/microorganisms8040551




Article



Evaluation of a Newly Developed Vacuum Dried Microtiter Plate for Rapid Biocide Susceptibility Testing of Clinical Enterococcus faecium Isolates



Alice Roedel 1, Ralf Dieckmann 1,*, Oliwia Makarewicz 2,3, Anita Hartung 2,3, Matthias Noll 4, Mathias W. Pletz 2,3, Sascha Al Dahouk 1,5 and Szilvia Vincze 1,*





1



German Federal Institute for Risk Assessment, Department of Biological Safety, 10589 Berlin, Germany






2



Institute for Infectious Diseases and Infection Control, Jena University Hospital, 07747 Jena, Germany






3



Research Campus Infectognostics, 07743 Jena, Germany






4



Institute for Bioanalysis, University of Applied Sciences and Arts, 96450 Coburg, Germany






5



Department of Internal Medicine, RWTH Aachen University Hospital, 52074 Aachen, Germany









*



Correspondence: ralf.dieckmann@bfr.bund.de (R.D.); szilvia.vincze@bfr.bund.de (S.V.)







Citation: Roedel, A.; Dieckmann, R.; Makarewicz, O.; Hartung, A.; Noll, M.; Pletz, M.W.; Dahouk, S.A.; Vincze, S. Evaluation of a Newly Developed Vacuum Dried Microtiter Plate for Rapid Biocide Susceptibility Testing of Clinical Enterococcus faecium Isolates. Microorganisms 2020, 8, 551. https://doi.org/10.3390/microorganisms8040551



Received: 30 March 2020 / Accepted: 10 April 2020 / Published: 11 April 2020



Abstract


We investigated the suitability of a newly developed biocide susceptibility test system based on microtiter plates containing vacuum dried biocides as a fast and reliable screening method. The evaluated substances included the cationic biocides benzalkonium chloride (BAC), chlorhexidine dihydrochloride (CHX), cetylpyridinium chloride, didecyldimethylammonium chloride, and octenidine dihydrochloride. Testing a selection of Escherichia coli and enterococci, the biocide microtiter plates provided results comparable to those obtained from broth microdilution according to ISO 20776-1. Broad MIC ranges allowed for testing gram-positive and gram-negative species with the same plate design. In the second part of our study, we applied the established method to analyze the susceptibility of 90 clinical Enterococcus faecium isolates from a German university hospital, as previous studies have indicated a link between reduced susceptibility to substances such as CHX and BAC and vancomycin resistance. We therefore determined MIC and minimum bactericidal concentrations (MBC) for 48 non-clonal vancomycin susceptible and 42 non-clonal vancomycin resistant isolates, but MIC95 and MBC95 were quite similar in both groups. Our easy to handle and ready to use test system enables the routine surveillance of bacterial tolerance towards disinfectants in hospitals. As a result, hygiene measures can be adapted and nosocomial infections controlled despite increasing prevalence of antibiotic-resistant bacteria.
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1. Introduction


In the era of multidrug resistance with a rising number of infections unresponsive to antibiotic treatment, the relevance of hygiene measures to reduce bacterial burden and transmission in clinical settings has significantly increased [1]. Most disinfection strategies make use of a mixture of biocides with bacteriostatic and/or bactericidal activities simultaneously affecting different bacterial target sites [2]. The multifactorial mode of action led to the assumption that tolerance development in bacteria is rather unlikely. Nonetheless, numerous in vitro studies demonstrated the adaptation capability of various bacterial species when exposed to different biocidal substances in sublethal concentrations [3,4]. In addition, recent epidemiological studies provide support that decreasing biocide susceptibility can be caused by the introduction of biocides into the clinical environment. Pidot et al., for example, showed that Enterococcus faecium isolates obtained from two major hospitals in Melbourne, Australia after 2010 were 10-fold more tolerant to isopropanol compared to former isolates [5]. Decreasing susceptibility of Staphylococcus aureus to biocides such as chlorhexidine (CHX) and octenidine (OCT) over time was observed after increased usage of both substances in hospitals [6]. In several outbreak investigations, we observed reduced susceptibility to biocides of the predominantly used substances in outbreak isolates. We have recently described a clonal cluster of carbapenem-resistant Klebsiella pneumoniae isolates with decreased susceptibility to CHX [7]. These isolates were detected by regular screening of intensive care unit (ICU) patients on a ward that has implemented routine washing with CHX to decrease the rate of catheter-related infections. As a matter of concern, reduced CHX susceptibility was associated with resistance to colistin, likely caused by increased efflux of both substances via the same route. Furthermore, we have reported a polyclonal outbreak with Serratia marcescens on a neonatology ICU [8]. These isolates exhibited resistance to 0.5% Mikrobac forte® consisting of benzyl-C12-18-alkyl dimethyl ammonium chloride 199 mg/g and N-(3-aminopropyl)-N-dodecylpropane-1,3-diamine 50 mg/g, which was used for disinfection of surfaces before the outbreak. One of the measures in the bundle that finally successfully contained this outbreak consisted of increasing the concentration of used Mikrobac forte® to 2%. Outcomes of these studies point towards the need for regular monitoring of bacterial biocide susceptibility profiles. For this purpose, reliable high-throughput screening methods are needed that can be easily compared across studies. In contrast to antibiotic susceptibility testing, standardized procedures are missing for biocide susceptibility testing although attempts have been made to introduce respective protocols [9,10]. The need to harmonize biocide susceptibility testing methods was emphasized by a study highlighting the effect of slight modifications in the test procedure, such as choice of nutrient broth or assay plate material, on the results obtained [11]. Currently, biocide susceptibility is frequently tested by broth microdilution as it resembles the standardized procedure for antibiotic resistance testing according to ISO standard 20776-1 [12]. The method includes the fresh preparation of biocide stock solutions, which are diluted to a range of concentrations covering MICs and minimum bactericidal concentrations (MBCs). A defined number of bacterial cells (2 × 105 – 8 × 105 cfu/mL) is subsequently exposed to biocides for 18 ± 2 h at 34–37 °C. Concentration ranges for each substance are covered in doubling dilutions. The MIC is defined as the lowest concentration leading to inhibition of bacterial growth, which is determined visually or by measuring optical density. The aforementioned method is time-consuming and error-prone as ranges of biocidal substances need to be prepared prior to each investigation. Hence, a test plate system containing predefined concentrations of biocidal substances would be preferable for routine screening of bacterial susceptibility profiles to biocides of interest. Thus, the first aim of our study was to evaluate the comparability of susceptibility profiles for chosen biocides obtained with broth microdilution method according to ISO 20776-1 and a newly developed microtiter-plate containing vacuum dried cationic biocides (MERLIN Diagnostika GmbH, Bornheim-Hersel, Germany). Subsequently, we used the novel test system to determine biocide susceptibility of vancomycin-resistant (VRE) and susceptible enterococci (VSE) as vancomycin resistance has been linked to reduced susceptibility to cationic biocides such as CHX and benzalkonium chloride (BAC) in the past [13,14].




2. Materials and Methods


2.1. Bacterial Strains and Culture Conditions


In total, 95 field isolates and two reference strains were analyzed comprising of Enterococcus spp. and Escherichia coli. All enterococci field isolates were sampled at the Jena University Hospital. To verify the suitability of the newly developed test system, an initial strain panel was tested, consisting of four E. coli isolates from stable surfaces of broiler fattening farms and the E. coli reference strain ATCC 25922, as well as three clinical isolates of E. faecium, one of Enterococcus faecalis, and the E. faecalis reference strain ATCC 29212. The actual strain panel studied included 42 non-clonal VRE and 48 non-clonal VSE isolates (among them the three pretested E. faecium) from blood cultures (n = 73), swabs (n = 7), urine (n = 6), and fecal samples (n = 4; Table S1). Isolates were stored in glycerol stocks. Prior to use they were grown on Mueller–Hinton (MH) agar (Thermo Fisher Diagnostics GmbH Microbiology, Wesel, Germany) overnight at 37 °C.




2.2. Biocides


The cationic biocides BAC (Sigma Aldrich, Steinheim, Germany), chlorhexidine dihydrochloride (CHX; Sigma Aldrich), cetylpyridinium chloride (CTP; TCI, Eschborn, Germany), didecyldimethylammonium chloride (DDAC; Sigma Aldrich), and octenidine dihydrochloride (OCT; Alfa Aesar by Thermo Fisher, Kandel, Germany) were tested including the following concentrations in doubling dilution steps: 256 to 0.5 mg/L (BAC), 128 to 0.25 mg/L (CHX), 256 to 1 mg/L (CTP), 128 to 0.5 mg/L (DDAC), and 32 to 0.125 mg/L (OCT).




2.3. Biocide Susceptibility Testing


2.3.1. MIC Determination by Wet Plate Procedure


MIC values were determined for the initial strain panel using a broth microdilution method in accordance with the Clinical and Laboratory Standards Institute (CLSI) guidelines [15] and ISO 20776-1 [12]. Testing was carried out as previously published [16] except for MH broth (Thermo Fisher Diagnostics GmbH Microbiology) used instead of tryptic soy broth. In compliance with EN 1276, standardized hard water was used to freshly prepare all stock solutions and to subsequently adjust the desired concentrations. The MIC was defined as the lowest biocide concentration completely inhibiting bacterial growth, which was determined after additional visual inspection (data not shown). Optical density was measured with a Mithras2 Multimode Reader (Berthold Technologies, Bad Wildbad, Germany). OD595 = 0.04 and 0.08 were considered as cut-off values for enterococci and E. coli, respectively. Experiments were repeated on three different days in three technical replicates per day.




2.3.2. MIC and MBC Determination by Dried Plate Procedure


In parallel, susceptibility testing was performed using a broth microdilution method with customized microtiter plates containing vacuum dried biocides (MERLIN Diagnostika GmbH). Briefly, 100 µl MH broth containing approximately 5 × 105 cfu/mL were added to each well and plates were incubated for 20 ± 2 h at 37 °C. OD620 was measured with a Multiscan EX microplate photometer (Thermo Scientific, Vantaa, Finland). MIC values were defined after additional visual inspection (data not shown). OD620 = 0.08 was considered as the cut-off value for both enterococci and E. coli. MICs of the initial strain panel were tested on three different days in three technical replicates per day. Subsequently, MIC testing was conducted for the second strain panel in three biological replicates on three different days using the customized biocide microtiter plate. In addition, MBC tests were performed as previously described [16]. Dey–Engley neutralizing broth (Sigma Aldrich) was used to quench biocidal effects for MBC testing. The MBC was defined as the lowest concentration of the biocide that revealed no visible colonies on MH agar.





2.4. Comparative Analysis of Both MIC Testing Methods


Comparability of results obtained with both methods was assessed by applying two criteria of ISO 20776-2, essential agreement (EA), and reproducibility [17]. According to ISO 20776-2, alternative antimicrobial susceptibility testing methods need to be compared to the reference method for antibiotic resistance testing based on ISO 20776-1. So far, no reference method is available for biocide susceptibility testing. Hence, we compared the results of the MIC testing conducted with customized microtiter plates (dried plate procedure) with data obtained with broth microdilution according to ISO 20776-1 (wet plate procedure). The EA was calculated using the following formula:


EA = NEA × 100/N








where NEA = Number of isolates showing a modal value comparable to the modal value obtained with the ISO 20776-1 method (± one doubling dilution step), and N = Total number of tested isolates.



According to ISO 20776-2, the modal MIC value determined with the test system may differ ± one doubling dilution step from the modal value obtained with the ISO 20776-1 method. At least 90% of the data obtained with the test system of interest need to be within this acceptable range (EA ≥ 90%). With these preconditions, at least 95% of the measured data must be reproducible.





3. Results and Discussion


3.1. MIC Values Determined with Vacuum Dried Biocide Microtiter Plates Are in Agreement with Results Obtained with Broth Microdilution According to ISO 20776-1


In our study, MIC values were determined using two independent methods for an initial panel of three E. faecium, two E. faecalis (Figure 1), and five E. coli strains (Figure 2). The MIC values determined with the customized vacuum dried biocide microtiter plate were within the acceptable range of ± one doubling dilution step compared to the modal values obtained with a broth microdilution method according to ISO 20776-1 (EA = 100% for all isolate-substance combinations). For enterococci, data obtained from all replicates were within the acceptable range of ± one doubling dilution step (reproducibility = 100% for all measurements). For E. coli, reproducibility reached 100% in CTP and DDAC. It was lower in BAC (98%), CHX (96%) and OCT (96%) but was still within an acceptable range (≥95%) according to ISO 20776-2.



Taken together, vacuum dried biocide microtiter plates provide a performance level comparable with broth microdilution (the ISO 20776-1 reference method). Hence, the evaluated microtiter plates are suitable for quick and standardized MIC testing of cationic biocides. Broad MIC ranges allowed for susceptibility testing of gram-positive and gram-negative species with the same plate design. However, it needs to be noted that this method is restricted to biocidal substances that can be easily de- and rehydrated such as the cationic biocides tested in our study. Customized vacuum dried biocide microtiter plates have been used for biocide susceptibility testing in three independent studies before [18,19,20]. The microtiter plates were also manufactured by MERLIN Diagnostika GmbH and all contained acriflavine, alkyldiaminoethyl glycin hydrochloride, benzethonium chloride, BAC, and CHX as heavy metal salts. However, none of these studies reported on the comparability of results with data obtained by broth microdilution according to ISO 20776-1.




3.2. Cationic Biocide Susceptibility Profiles of Vancomycin Resistant and Susceptible E. faecium Are Similar


The vacuum dried biocide microtiter plate system was used to determine the susceptibility of 90 E. faecium strains to cationic biocides (Table 1). Reproducibility reached 100% for each substance by accepting a variability of ± one doubling dilution step. The high reproducibility points towards the reliable description of susceptibility patterns for cationic biocides by applying a test system based on vacuum dried plates. Overall, MIC and MBC values of BAC, DDAC, and CHX were in accordance with previously reported data on E. faecium, which were generated by broth microdilution according to ISO 20776-1 [13,21], modified broth microdilution and subsequent macrodilution [22,23], or agar dilution [14]. Interestingly, compared to data published by Morrissey et al. [21], MIC values of CHX were quite low (2–4 mg/L vs. 16 mg/L) in our subpopulation of E. faecium isolates, which might display geographic variability. Unfortunately, data on susceptibility to CTP and OCT are not available so far. MIC95 and MBC95 values of OCT, CTP, and DDAC in VRE and VSE were concordant. The MBC95 of BAC and the MIC95 of CHX were twice as high in VSE compared to VRE. This observation is in contrast to previous findings, where vancomycin resistance was associated with reduced susceptibility to cationic biocides, such as BAC and CHX [13,14]. While our study focused on clinical E. faecium isolates from wards with low CHX usage, the study conducted by Alotaibi et al. investigated isolates from Danish hospital wards, where CHX is heavily used [13], which might be one reason for the observed difference in study outcomes. Last but not least, BAC and CHX susceptibility of VRE and VSE differed only in one doubling dilution step, which is within the acceptable range in terms of comparability of results according to ISO 20776-2. Mechanisms mediating reduced biocide susceptibility in enterococci are still not well understood. However, in some studies reduced susceptibility to substances such as CHX and BAC was linked to increased efflux pump activities [13,24,25], which is in line with common biocide tolerance mechanisms described for various bacterial species [26]. Although increased efflux pump activity can be associated with resistance to certain antibiotics in enterococci, e.g., streptogramins, tetracyclines and quinolones [27], there is no evidence that efflux pumps contribute to vancomycin resistance. In enterococci, identified vancomycin resistance mechanisms include target modification and removal of high affinity precursors that are usually synthesized in the cell. Both mechanisms result in reduced binding of vancomycin to the bacterial cell [27,28]. It has been shown that adaptation to biocides can result in modification of bacterial cells. The adaptation of K. pneumoniae to CHX, for example, was linked to the upregulation of genes involved in modification of the outer membrane [29]. Whether adaptation to cationic biocides like CHX leads to an alteration of the enterococcal cell wall, which might consequently affect the binding of vancomycin, needs to be investigated in future studies. Results of our study do not provide evidence of an association between reduced susceptibility to cationic biocides and vancomycin resistance.





4. Conclusions


In our study, we explored the suitability of a newly developed biocide susceptibility test system based on microtiter plates containing vacuum dried biocides as a screening method to identify bacteria resistant to cationic substances frequently used in hospital settings. We were able to show that this test system provides reliable results similar to the broth microdilution method according to CLSI guidelines and ISO 20776-1. Based on the data collected, the test system is appropriate for both, gram-positive and gram-negative species and may, therefore, serve as a fast and easy-to-handle surveillance tool for biocide-tolerant bacterial isolates. In a clinical application trial, we determined the susceptibility of 90 clinical E. faecium isolates to cationic biocides. Our results revealed no association of biocide tolerance with vancomycin resistance in the strain collection under study. In summary, monitoring and early identification of clinical isolates tolerant towards disinfectants applied in hospitals will help to adjust hygiene measures and to control nosocomial infections while simultaneously reducing antibiotic consumption.








Supplementary Materials


The following are available online at https://www.mdpi.com/2076-2607/8/4/551/s1, Table S1: E. faecium study population.





Author Contributions


Conceptualization, R.D., M.N., S.A.D., and S.V.; methodology, A.R., R.D., and S.V.; validation, R.D., S.A.D., and S.V.; formal analysis, A.R., O.M., and A.H.; investigation, A.R.; resources, O.M. and M.W.P.; writing—original draft preparation, A.R.; writing—review and editing, R.D., O.M., A.H., M.N., M.W.P., S.A.D., and S.V.; visualization, A.R. and S.V.; supervision, R.D., O.M., M.N., M.W.P., S.A.D., and S.V.; funding acquisition, R.D. and S.A.D. All authors have read and agreed to the published version of the manuscript.




Funding


We acknowledge intramural funding from the German Federal Institute for Risk Assessment (BfR grant 1322-674). O.M., A.H., and M.W.P. were supported by grants from the German Federal Ministry of Education and Research (Grant numbers: 01KI1504, 13GW0096D).




Acknowledgments


We thank Anna-Louisa Hauffe and Jan Robin Redel for their excellent technical assistance, and Esther Pfeil and Holger Schedletzky (MERLIN Diagnostika GmbH) for developing a customized microtiter plate used to test biocide susceptibility of bacteria in our study. We thank Uwe Roesler for providing the E. coli isolates from stable surfaces of broiler fattening farms.




Conflicts of Interest


The authors declare no conflict of interest.




References


	



World Health Organization. Global Action Plan on Antimicrobial Resistance; WHO: Geneva, Switzerland, 2015; p. 28. [Google Scholar]

	



Maillard, J.Y. Bacterial target sites for biocide action. J. Appl. Microbiol. 2002, 92, 16s–27s. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Maillard, J.Y. Resistance of Bacteria to Biocides. Microbiol. Spectr. 2018, 6. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Donaghy, J.A.; Jagadeesan, B.; Goodburn, K.; Grunwald, L.; Jensen, O.N.; Jespers, A.D.; Kanagachandran, K.; Lafforgue, H.; Seefelder, W.; Quentin, M.C. Relationship of Sanitizers, Disinfectants, and Cleaning Agents with Antimicrobial Resistance. J. Food Prot. 2019, 82, 889–902. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Pidot, S.J.; Gao, W.; Buultjens, A.H.; Monk, I.R.; Guerillot, R.; Carter, G.P.; Lee, J.Y.H.; Lam, M.M.C.; Grayson, M.L.; Ballard, S.A.; et al. Increasing tolerance of hospital Enterococcus faecium to handwash alcohols. Sci. Transl. Med. 2018, 10. [Google Scholar] [CrossRef] [Scilit]

	



Hardy, K.; Sunnucks, K.; Gil, H.; Shabir, S.; Trampari, E.; Hawkey, P.; Webber, M. Increased Usage of Antiseptics Is Associated with Reduced Susceptibility in Clinical Isolates of Staphylococcus aureus. MBio 2018, 9. [Google Scholar] [CrossRef] [Scilit]

	



Stein, C.; Vincze, S.; Kipp, F.; Makarewicz, O.; Al Dahouk, S.; Pletz, M.W. Carbapenem-resistant Klebsiella pneumoniae with low chlorhexidine susceptibility. Lancet Infect. Dis. 2019, 19, 932–933. [Google Scholar] [CrossRef] [Scilit]

	



Dawczynski, K.; Proquitte, H.; Roedel, J.; Edel, B.; Pfeifer, Y.; Hoyer, H.; Dobermann, H.; Hagel, S.; Pletz, M.W. Intensified colonisation screening according to the recommendations of the German Commission for Hospital Hygiene and Infectious Diseases Prevention (KRINKO): Identification and containment of a Serratia marcescens outbreak in the neonatal intensive care unit, Jena, Germany, 2013–2014. Infection 2016, 44, 739–746. [Google Scholar] [CrossRef] [Scilit]

	



Fessler, A.T.; Schug, A.R.; Geber, F.; Scholtzek, A.D.; Merle, R.; Brombach, J.; Hensel, V.; Meurer, M.; Michael, G.B.; Reinhardt, M.; et al. Development and evaluation of a broth macrodilution method to determine the biocide susceptibility of bacteria. Vet. Microbiol. 2018, 223, 59–64. [Google Scholar] [CrossRef] [Scilit]

	



Knapp, L.; Amezquita, A.; McClure, P.; Stewart, S.; Maillard, J.Y. Development of a protocol for predicting bacterial resistance to microbicides. Appl. Environ. Microbiol. 2015, 81, 2652–2659. [Google Scholar] [CrossRef] [Scilit]

	



Bock, L.J.; Hind, C.K.; Sutton, J.M.; Wand, M.E. Growth media and assay plate material can impact on the effectiveness of cationic biocides and antibiotics against different bacterial species. Lett. Appl. Microbiol. 2018, 66, 368–377. [Google Scholar] [CrossRef] [Scilit]

	



ISO. ISO 20776-1:2019. Susceptibility Testing of Infectious Agents and Evaluation of Performance of Antimicrobial susceptibility test devices—Part 1: Broth micro-dilution reference method for testing the in vitro activity of Antimicrobial Agents against Rapidly Growing Aerobic Bacteria Involved in Infectious Diseases; ISO: Geneva, Switzerland, 2019. [Google Scholar]

	



Alotaibi, S.M.I.; Ayibiekea, A.; Pedersen, A.F.; Jakobsen, L.; Pinholt, M.; Gumpert, H.; Hammerum, A.M.; Westh, H.; Ingmer, H. Susceptibility of vancomycin-resistant and -sensitive Enterococcus faecium obtained from Danish hospitals to benzalkonium chloride, chlorhexidine and hydrogen peroxide biocides. J. Med. Microbiol. 2017, 66, 1744–1751. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Ignak, S.; Nakipoglu, Y.; Gurler, B. Frequency of antiseptic resistance genes in clinical staphycocci and enterococci isolates in Turkey. Antimicrob. Resist. Infect. 2017, 6. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Clinical and Laboratory Standards Institute (CLSI). Methods for Antimicrobial Dilution and Disk Susceptibility Testing of Infrequently Isolated or Fastidious Bacteri, 3rd ed.; M45; CLSI: Wayne, PA, USA, 2015. [Google Scholar]

	



Roedel, A.; Dieckmann, R.; Brendebach, H.; Hammerl, J.A.; Kleta, S.; Noll, M.; Al Dahouk, S.; Vincze, S. Biocide-Tolerant Listeria monocytogenes Isolates from German Food Production Plants Do Not Show Cross-Resistance to Clinically Relevant Antibiotics. Appl. Environ. Microbiol. 2019, 85. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



ISO. ISO 20776-2:2007. Clinical Laboratory Testing and in vitro Diganostic Test Systems—Susceptibility Testing of Infectious agents and Evaluation of Performance of Antimicrobial Susceptibility Test Devices—Part 2: Evaluation of Performance of Antimicrobial Susceptibility Test Devices; ISO: Geneva, Switzerland, 2007. [Google Scholar]

	



Deus, D.; Krischek, C.; Pfeifer, Y.; Sharifi, A.R.; Fiegen, U.; Reich, F.; Klein, G.; Kehrenberg, C. Comparative analysis of the susceptibility to biocides and heavy metals of extended-spectrum beta-lactamase-producing Escherichia coli isolates of human and avian origin, Germany. Diagn. Microbiol. Infect. Dis. 2017, 88, 88–92. [Google Scholar] [CrossRef] [Scilit]

	



Ghazisaeedi, F.; Ciesinski, L.; Bednorz, C.; Johanns, V.; Pieper, L.; Tedin, K.; Wieler, L.H.; Günther, S. Phenotypic zinc resistance does not correlate with antimicrobial multi-resistance in fecal E. coli isolates of piglets. Gut Pathog. 2020, 12, 1–10. [Google Scholar] [CrossRef] [Scilit]

	



Kernberger-Fischer, I.A.; Krischek, C.; Strommenger, B.; Fiegen, U.; Beyerbach, M.; Kreienbrock, L.; Klein, G.; Kehrenberg, C. Susceptibility of Methicillin-Resistant and-Susceptible Staphylococcus aureus Isolates of Various Clonal Lineages from Germany to Eight Biocides. Appl. Environ. Microb. 2018, 84. [Google Scholar] [CrossRef] [Scilit]

	



Morrissey, I.; Oggioni, M.R.; Knight, D.; Curiao, T.; Coque, T.; Kalkanci, A.; Martinez, J.L.; Consortium, B. Evaluation of Epidemiological Cut-Off Values Indicates that Biocide Resistant Subpopulations Are Uncommon in Natural Isolates of Clinically-Relevant Microorganisms. PLoS ONE 2014, 9. [Google Scholar] [CrossRef] [Scilit]

	



Schwaiger, K.; Harms, K.S.; Bischoff, M.; Preikschat, P.; Molle, G.; Bauer-Unkauf, I.; Lindorfer, S.; Thalhammer, S.; Bauer, J.; Holzel, C.S. Insusceptibility to disinfectants in bacteria from animals, food and humans-is there a link to antimicrobial resistance? Front. Microbiol. 2014, 5. [Google Scholar] [CrossRef] [Scilit]

	



Wieland, N.; Boss, J.; Lettmann, S.; Fritz, B.; Schwaiger, K.; Bauer, J.; Holzel, C.S. Susceptibility to disinfectants in antimicrobial-resistant and -susceptible isolates of E. coli, Enterococcus faecalis and Enterococcus faecium from poultry-ESBL/AmpC-phenotype of E. coli is not associated with resistance to a quaternary ammonium compound, DDAC. J. Appl. Microbiol. 2017, 122, 1508–1517. [Google Scholar] [CrossRef] [Scilit]

	



Lavilla Lerma, L.; Benomar, N.; Valenzuela, A.S.; Casado Munoz Mdel, C.; Galvez, A.; Abriouel, H. Role of EfrAB efflux pump in biocide tolerance and antibiotic resistance of Enterococcus faecalis and Enterococcus faecium isolated from traditional fermented foods and the effect of EDTA as EfrAB inhibitor. Food Microbiol. 2014, 44, 249–257. [Google Scholar] [CrossRef] [Scilit]

	



Prieto, A.M.G.; Wijngaarden, J.; Braat, J.C.; Rogers, M.R.C.; Majoor, E.; Brouwer, E.C.; Zhang, X.L.; Bayjanov, J.R.; Bonten, M.J.M.; Willems, R.J.L.; et al. The Two-Component System ChtRS Contributes to Chlorhexidine Tolerance in Enterococcus faecium. Antimicrob. Agents Chemother. 2017, 61. [Google Scholar] [CrossRef] [Scilit]

	



Blanco, P.; Hernando-Amado, S.; Reales-Calderon, J.A.; Corona, F.; Lira, F.; Alcalde-Rico, M.; Bernardini, A.; Sanchez, M.B.; Martinez, J.L. Bacterial Multidrug Efflux Pumps: Much More Than Antibiotic Resistance Determinants. Microorganisms 2016, 4, 14. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Miller, W.R.; Munita, J.M.; Arias, C.A. Mechanisms of antibiotic resistance in enterococci. Exp. Rev. Anti-Infect. Ther. 2014, 12, 1221–1236. [Google Scholar] [CrossRef] [Scilit]

	



Phillips-Jones, M.K.; Harding, S.E. Antimicrobial resistance (AMR) nanomachines-mechanisms for fluoroquinolone and glycopeptide recognition, efflux and/or deactivation. Biophys. Rev. 2018, 10, 347–362. [Google Scholar] [CrossRef] [Scilit] [PubMed]

	



Wand, M.E.; Bock, L.J.; Bonney, L.C.; Sutton, J.M. Mechanisms of Increased Resistance to Chlorhexidine and Cross-Resistance to Colistin following Exposure of Klebsiella pneumoniae Clinical Isolates to Chlorhexidine. Antimicrob. Agents Chemother. 2017, 61. [Google Scholar] [CrossRef] [Scilit] [PubMed]








[image: Microorganisms 08 00551 g001] 





Figure 1. Susceptibility of three Enterococcus faecium (18-47-254, 18-47-279, 18-47-280) and two E. faecalis (19-47-23, ATCC 29212) strains to cationic biocides. Minimum inhibitory concentrations of benzalkonium chloride (BAC), chlorhexidine dihydrochloride (CHX), cetylpyridinium chloride (CTP), didecyldimethylammonium chloride (DDAC), and octenidine dihydrochloride (OCT) determined by wet plate procedure (WP; filled dots) and dried plates (DP; empty dots) are shown. Lines represent the respective modal values. 
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Figure 2. Susceptibility of five Escherichia coli strains to cationic biocides. Minimum inhibitory concentrations of benzalkonium chloride (BAC), chlorhexidine dihydrochloride (CHX), cetylpyridinium chloride (CTP), didecyldimethylammonium chloride (DDAC), and octenidine dihydrochloride (OCT) determined by wet plate procedure (WP; filled dots) and dried plates (DP; empty dots) are shown. Lines represent the respective modal values. 
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Table 1. Susceptibility of Enterococcus faecium to cationic biocides tested by a customized microtiter plate (MERLIN Diagnostika GmbH).






Table 1. Susceptibility of Enterococcus faecium to cationic biocides tested by a customized microtiter plate (MERLIN Diagnostika GmbH).





	
Biocide (Concentration Range Tested)

	
Species

	
Number of Isolates with MIC Value (mg/L) of

	
MIC95

	
Number of Isolates with MBC Value (mg/L) of

	
MBC95




	
0.25

	
0.5

	
1

	
2

	
4

	
8

	
16

	
0.25

	
0.5

	
1

	
2

	
4

	
8

	
16






	
BAC (0.5–256 mg/L)

	
VSE

	

	

	
1

	

	
11

	
36

	

	
8

	

	

	

	

	

	
41

	
7

	
16




	
VRE

	

	

	

	

	
15

	
27

	

	
8

	

	

	

	

	

	
42

	

	
8




	
CHX (0.25–128 mg/L)

	
VSE

	

	
1

	
2

	
35

	
10

	

	

	
4

	

	

	

	
2

	
1

	

	
45

	
16




	
VRE

	

	

	
1

	
41

	

	

	

	
2

	

	

	

	
3

	
1

	
3

	
35

	
16




	
CTP (1–256 mg/L)

	
VSE

	

	

	
3 *

	
17

	
28

	

	

	
4

	

	

	

	

	
48

	

	

	
4




	
VRE

	

	

	

	
11

	
31

	

	

	
4

	

	

	

	

	
42

	

	

	
4




	
DDAC (0.5–128 mg/L)

	
VSE

	

	
1 #

	
25

	
22

	

	

	

	
2

	

	

	

	
48

	

	

	

	
2




	
VRE

	

	

	
26

	
16

	

	

	

	
2

	

	

	
2

	
40

	

	

	

	
2




	
OCT (0.125–32 mg/L)

	
VSE

	

	
1

	
8

	
39

	

	

	

	
2

	

	

	

	
22

	
26

	

	

	
4




	
VRE

	

	

	
4

	
38

	

	

	

	
2

	

	

	

	
22

	
20

	

	

	
4








Biocide concentrations which have not been tested are shaded in gray. BAC = benzalkonium chloride, CHX = chlorhexidine dihydrochloride, CTP = cetylpyridinium chloride, DDAC = didecyldimethylammonium chloride, OCT = octenidine dihydrochloride, VRE = vancomycin resistant Enterococcus faecium, VSE = vancomycin susceptible Enterococcus faecium, # MIC ≤ 0.5, * MIC ≤ 1.
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